Novel Teaching Points•Our initial Canadian experience supports that the HeartMate 3 LVAD is compatible with a bilateral minithoracotomy approach, providing less-invasive options for patients requiring LVAD implantation.•Intrapericardial tunnelling of the HeartMate 3 outflow graft is feasible and does not hinder flow. This technique can be combined with a bilateral minithoracotomy approach to possibly mitigate adhesion-related technical difficulty during re-entry for cardiac transplantation.

In patients with end-stage heart failure, durable left ventricular assist devices (LVADs) support hemodynamics, improving quality of life and survival.[@bib1] The HeartMate 3 (Abbott, Abbott Park, IL), approved by Health Canada in January 2018, is a new-generation LVAD with magnetically levitated impeller technology designed to reduce pump thrombosis.[@bib2] LVAD implantation via sternum-sparing minithoracotomy demonstrates potential to reduce transfusion, postoperative right ventricular dysfunction, sternal wound complications, and mechanical ventilation time.[@bib3], [@bib4], [@bib5] We describe the first Canadian HeartMate 3 LVAD implantation through bilateral minithoracotomy.

Case Presentation {#sec1}
=================

A 57-year-old man with New York Heart Association IIIB symptoms and ischemic cardiomyopathy was admitted in rapid atrial fibrillation. After attempted cardioversion, he became milrinone dependent (0.375 μg/kg/min). Echocardiography revealed moderate to severe left ventricular (LV) dysfunction with a laminated apical thrombus. He was classified as Interagency Registry for Mechanically Assisted Circulatory Support Class 3 and consented to HeartMate 3 LVAD implantation as a bridge to transplantation.

Cannulation was through the right-sided femoral artery and vein through a 2-cm cut-down using the Seldinger technique and transesophageal echocardiographic guidance. Venous and arterial cannulation were performed using a 25F multi-sideport venous cannula (Medtronic, Dublin, Ireland) and a 19F arterial cannula (Medtronic), respectively.

In the second intercostal space, a 5-cm right anterior minithoracotomy incision was made, and in the left sixth intercostal space, an 8-cm left anterolateral minithoracotomy was performed. Soft tissue protectors and minithoracotomy retractors (Geister, Tuttlingen, Germany) were placed. On the right, pericardiotomy was performed, and the pericardium was retracted to improve exposure by displacing the ascending aorta rightward. On the left, pericardial retraction sutures were placed to optimize exposure of the LV apex.

The sewing cuff was secured to the apex with 4 pledgeted Ethibond (Ethicon, Somerville, NJ) mattress sutures and a running Prolene hemostatic suture line ([Fig. 1](#fig1){ref-type="fig"}A). Cardiopulmonary bypass was initiated, followed by apical coring. The LV cavity was examined, and the laminated clot was removed. The device inflow cannula was fixed to the apical cuff ([Fig. 1](#fig1){ref-type="fig"}B). The outflow graft was tunneled within the pericardium to be accessed through the right thoracotomy using a Stearns grasping instrument, and care was taken to maintain proper graft orientation. It was then cut to length and anastomosed end to side to the proximal ascending aorta using a side-biting clamp ([Fig. 1](#fig1){ref-type="fig"}C). Graft orientation was reconfirmed after de-airing maneuvers and side-biting clamp removal. The driveline was then tunnelled to its exit site in the right upper quadrant. The HeartMate 3 pump was started, and cardiopulmonary bypass was weaned after 89 minutes. The patient's hemodynamics were stabilized at 5200 rpm.Figure 1(**A**) Anastomosis of the sewing cuff to left ventricular (LV) apex. (**B**) HeartMate 3 (Abbott, Abbott Park, IL) left ventricular assist device (LVAD) positioned intrapericardially through left minithoracotomy incision. (**C**) LVAD outflow graft anastomosed to proximal ascending aorta through right second interspace minithoracotomy.

The patient was extubated after 14.28 hours and discharged from the cardiovascular intensive care unit in 3 days. All vasoactive agents were discontinued 5 days postoperatively. [Figure 2](#fig2){ref-type="fig"} depicts the incisions on postoperative day 9. No transfusions were required during the hospital stay. Discharge was delayed for social reasons, and the patient left the hospital on postoperative day 32.Figure 2Healing incisions on postoperative day 9 after HeartMate 3 LVAD insertion via bilateral minithoracotomy approach.

Discussion {#sec2}
==========

We outline the first Canadian HeartMate 3 LVAD implantation through a minimally invasive bilateral minithoracotomy approach. Potential benefits have been suggested, including less blood transfusion, less postoperative right ventricular failure, decreased intubation time, and fewer wound complications.[@bib3], [@bib4], [@bib5] In our experience, exposure of the LV apex through thoracotomy is favourable for suturing the sewing ring and confirming hemostasis. Because the sternum and anterior pericardium remain intact over the outflow graft and right ventricle, substernal adhesions are minimized and the risks associated with redo midline sternotomy for future heart transplant are mitigated.[@bib4], [@bib5] Although this procedure can be performed off-pump, we believe bypass offers an increased degree of safety, and peripheral cannulation improves access for aortic outflow graft anastomosis.

The HeartMate 3 device is designed for intrapericardial implantation, which facilitates minimally invasive implantation. Although larger than other intrapericardial LVADs (largest diameter ∼75 mm), the device can be easily implanted with 2 minimally invasive thoracotomy incisions. We believe this sternal-sparing approach has advantages and, as experience grows, could become a preferred implantation technique with the potential to improve operative outcomes and optimize patients for subsequent transplant.
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